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SUBJECT

Cytotoxicity Test

CLIENT

Suish Enterprise
309 Jurong East Street 32
#04-280
Singapore 600309

Attn : Jason Mikael Pittam (President)
Nasarudin Sulaiman

SAMPLING DATE / TEST DATE

2004-03-16

DESCRIPTION OF SAMPLE

One bottle of brown colour liquid described by you as follows :

"Ionized silver compound in a double colloidal solution"
Active Ingredient : Ionized Silver 0.36%

METHOD OF TEST

A solution was prepared using 3 drops of sample in 1 litre of sterile tap water.  The solution
was analysed for cytotoxicity test in accordance with :

BS 6920 : 2000 - Suitability of non-metallic products for use in contact with water intended for
human consumption with regard to their effect on the quality of water -
Part 2 : Methods of Test -
Section 2.5 : The extraction of substances that may be of concern to public health.
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RESULTS

i) The sample solution and test reagent blank were used to prepare culture media for use with the
Monkey Kidney Cell Line (Vero ATCC CCL81).

ii) The sample solution and test reagent blank exhibited confluent growth of cells, thus indicating
a non-cytotoxic response.

iii) The results show that the sample  complies with the requirement of
BS 6920 : 2000 : Section 2.5 for the cytotoxicity test.

CHENG-SHAW LAY ENG (MRS) KAM-LEONG YIN PHENG (MRS)
TECHNICAL EXECUTIVE MICROBIOLOGIST

MICROBIOLOGY
TESTING GROUP
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This Report is issued under the following conditions:

1. Results of the testing/calibration in the form of a report will be issued immediately after the service has been
completed or terminated.

2. Unless otherwise requested, a report shall contain only technical results.  Analysis and interpretation of the
results and professional opinion and recommendations expressed thereupon, if required, shall be clearly
indicated and additional fee paid for, by the Client.

3. This report applies to the sample of the specific product/equipment given at the time of its testing/calibration.
The results are not used to indicate or imply that they are applicable to other similar items.  In addition, such
results must not be used to indicate or imply that PSB Corporation approves, recommends or endorses the
manufacturer, supplier or user of such product/equipment, or that PSB Corporation in any way “guarantees”
the later performance of the product/equipment.

4. The sample/s mentioned in this report is/are submitted/supplied/manufactured by the Client. PSB Corporation
therefore assumes no responsibility for the accuracy of information on the brand name, model number, origin
of manufacture, consignment or any information supplied.

5. Additional copies of the report are available to the Client at an additional fee.  No third party can obtain a copy
of this report through PSB Corporation, unless the Client has authorised PSB Corporation in writing to do so.

6. PSB Corporation may at its sole discretion add to or amend the conditions of the report at the time of issue of
the report and such report and such additions or amendments shall be binding on the Client.

7. All copyright in the report shall remain with PSB Corporation and the Client shall, upon payment of PSB
Corporation’s fees for the carrying out of the tests/calibrations, be granted a license to use or publish the report
to the third parties subject to the terms and conditions herein, provided always that PSB Corporation may at its
absolute discretion be entitled to impose such conditions on the license as it sees fit.

8. Nothing in this report shall be interpreted to mean that PSB Corporation has verified or ascertained any
endorsement or marks from any other testing authority or bodies that may be found on that sample.

9. This report shall not be reproduced wholly or in parts and no reference shall be made by the Client to PSB
Corporation or to the report or results furnished by PSB Corporation in any advertisements or sales promotion.

August 2003


